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SECTION 1 

RESULTS 



Packing List 
From: National Patent Analytical Systems Inc. 

2090 Harrington Mem. Rd., Mansfield, Ohio 44903 

Cust Purch Ord No. KIRK KIMBLE 
Ship To: 

V e r m o n t D e p t o f Hea l th 

Cust No. VT1678J Ord Date 1 0 / 1 4 / 1 1 

Sales Order No. 4 4 8 6 6 

1 95 Colchester Avenue 

B u r l i n g t o n V t 0 5 4 0 1 

Attn: Sh ip V i a F e d E x 

Comments Service for Instrument Serial Number 100148 

Ship Date 
Packing List No. 

1 0 / 3 1 / 1 1 

6 9 1 6 2 

Bill To: 
Vermont Dept of Health 

P 0 Box 7 0 

Burlington 

2 5 . 0 0 

V t 0 5 4 0 2 
Freight 

Inv Part N o Quantity 

Ordered 
This 

Shipment 
Back 

Ordered 
Tota l Ship 

T o Date 

Description 

| Customer Part No. | Drawing Part No. / Rev 

9 D M T 1.0 1 1.0 D A T A M A S T E R D M T S E R V I C E R E T U R N ~ ~ J 

S / N 1 0 0 1 4 8 None Given No Draw # / NONE 

[Serial N o s . | 1 

*2> 



National Patent 
Analytical Systems, Inc. 

On this date , NPAS received instrument # I y 6'' / 0 

The instrument was sent from the Vermont Department of Health (VDH) so that 
NPAS could install updated software as well as inspect the instrument. At N P A S ' 
request V D H provided copies of the Technical Support Inquiries (TSI) regarding the 
instrument. The calibration history of the instrument remained in the instrument so 
that NPAS could review its history. 

NPAS examined the internal configuration of the instrument and did / (didnoj/find 
physical manipulation or tampering of the components located within the instrument 

NPAS did performance and accuracy checks on a certified 0.100 ethanol standard. 
NPAS found that the instrumen^^seoT/^ailed the performance and accuracy checks. 

NPAS reviewed the instrument as to its DataMaster D M T Inspection, QA and 
Conformance Testing Procedure and the insfrximefitperfo^ did not perform 
within its procedure. J 

NPAS examined the calibration records and did/did rio>observe anomalies. 

NPAS testing indicates that there is no reason why this instrument would not have 
performed accurately and reliably in the field. 

itself. 

2090 Harrington Memorial Road, Mansfield, Ohio 44901 Ph 419-526-6727 Fax 419-526-9446 
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DataMaster DMT Serial Number 100148 

Operator Date GC Value DMT Average Std Dev % Recovery 
SRM 11/14/2011 0.020 0.019 0.000 95 
SRM 11/14/2011 0.081 0.080 0.000 98 
SRM 11/14/2011 0.163 0.161 0.000 98 
SRM 11/14/2011 0.403 0.401 0.000 99 
KLK 11/15/2011 0.020 0.020 0.000 100 
KLK 11/15/2011 0.081 0.080 0.000 98 
KLK 11/15/2011 0.163 0.160 0.000 98 
KLK 11/15/2011 0.403 0.399 0.001 99 
KLK 11/15/2011 0.020 0.020 0.000 100 
SRM 11/15/2011 0.081 0.080 0.000 98 
KLK 11/15/2011 0.163 0.161 0.000 98 
KLK 11/15/2011 0.403 0.399 0.000 99 
KLK 11/16/2011 0.020 0.020 0.000 100 
KLK 11/16/2011 0.081 0.081 0.000 100 
KLK 11/16/2011 0.163 0.162 0.000 99 
KLK 11/16/2011 0.403 0.401 0.000 99 
KLK 11/16/2011 0.020 0.020 0.000 100 
KLK 11/16/2011 0.081 0.081 0.000 100 
KLK 11/16/2011 0.163 0.161 0.000 98 
KLK 11/16/2011 0.403 0.401 0.000 99 

Average 
Std Dev 
Range 

0.0001 
0.0002 

99 

95-100 

).450 t 
Linearity 

0.000 0.050 0.100 0.150 0.200 0.250 
DMT Results 

0.300 0.350 0.400 0.450 
y = 1.0068x + 0.0003 

R2= 1 



L o g O n R e c o r d H i s t o r y ^ A l 

Test 
Date 

Test 
Time Name 

11/08/2011 15:24:31 Kirk Kimball 11/09/2011 07:55:26 Steven Merrill 11/09/2011 09:33:01 Steven Merrill 11/09/2011 11:24:50 Steven Merrill 11/10/2011 09:15:55 Kirk Kimball 11/14/2011 08:19:50 Kirk Kimball 11/14/2011 08:57:40 Steven Merrill 11/15/2011 07:45:16 Kirk Kimball 11/15/2011 08:22:23 Kirk Kimball 11/15/2011 10:19:24 Kirk Kimball 11/15/2011 11:21:17 Kirk Kimball 11/15/2011 13:54:05 Kirk Kimball 11/15/2011 14:28:19 Kirk Kimball 11/16/2011 07:09:59 Kirk Kimball 11/16/2011 07:28:58 Kirk Kimball 11/16/2011 09:13:21 Kirk Kimball 11/16/2011 09:27:29 Kirk Kimball 11/16/2011 10:09:08 Kirk Kimball 11/16/2011 10:53:40 Kirk Kimball 11/16/2011 11:28:19 Kirk Kimball 11/16/2011 13:03:17 Kirk Kimball 11/16/2011 13:42:43 Kirk Kimball 11/16/2011 15:00:18 Steven Merrill 

-

• 
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SECTION 2 

POWER UP TESTS 



CALIBRATION REPORT 

DataMaster DMT: 100148 
Calibration Date: 11/09/2011 
Calibrated by: 
Lot: 

STEVEN R MERRILL 
11-37-100 

Ca = 0. 100 
CAL = 0. 980758 0. 800 <= CAL < 1. 200 
b l = 0. 000 0. 000 <= b l < 0. 004 
b2 = 0. 005 0. 002 <= b2 < 0. 010 
b3 = 0. 000 0. 000 <= b3 < 0. 004 
Xq = 0. 083 0. 050 <= Xq < 0. 200 
a21 = 1. 200412 1. 050 <= a21 < 1. 300 
a 31 = 0. 524008 0. 300 <= a31 < 0. 800 

Performed by Date 11/09/2011 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
Test Date: 11/09/2011 
Test Time: 07:58:18 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 
Sample Chamber = 49.1°C 
Breath Tube = 48.0°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.64 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80 V 
Chopper Freq = 532 Hz 

PUMP INFO 
Flow Rate = 6.035 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) -0.0100 -0.0057 
MIN(V) -0.0112 -0.0069 

FILTER INFO 
F i l t e r 1 -0.005 Zero = tru e 
F i l t e r 2 0.357 Zero = tru e 
F i l t e r 3 0.212 Zero - tru e 

CALIBRATION CHECK 
Xq = 0.083 0.31% 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
Test Date: 11/09/2011 
Test Time: 11:24:51 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 
TEMPERATURES 

Sample Chamber = 49.2°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.64 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80 V 
Chopper Freq = 532 Hz 

PUMP INFO 
Flow Rate = 6.006 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) -0.0022 
MIN(V) -0.0039 

OFF 
0.0012 

-0.0002 

FILTER INFO 
F i l t e r 1 0.002 Zero = tru e 
F i l t e r 2 0.362 Zero = tru e 
F i l t e r 3 0.218 Zero = tru e 

CALIBRATION CHECK 
Xq = 0.083 0.21% 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 11/09/2011 
Certification Date: 
Installation Date: 
Test Date: 11/14/2011 
Test Time: 08:19:52 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 
TEMPERATURES 

Sample Chamber = 48.7°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.64 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80 V 
Chopper Freq = 534 Hz 

PUMP INFO 
Flow Rate = 5.868 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) -0.0006 0.0022 
MIN(V) -0.0026 0.0010 

FILTER INFO 
F i l t e r 1 0.001 Zero = tru e 
F i l t e r 2 0.360 Zero = tru e 
F i l t e r 3 0.214 Zero = tru e 
CALIBRATION CHECK 
Xq = 0.083 0.73% 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 11/09/2011 
Certification Date: 
Installation Date: 
Test Date: 11/14/2011 
Test Time: 08:57:41 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.9°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.64 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80 V 
Chopper Freq = 535 Hz 

PUMP INFO 
Flow Rate = 5.748 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0045 0.0079 
MIN(V) 0.0033 0.0057 

FILTER INFO 
F i l t e r 1 0.006 Zero = tru e 
F i l t e r 2 0.365 Zero = tru e 
F i l t e r 3 0.221 Zero = t r u e 
CALIBRATION CHECK 
Xq = 0.083 0.63% 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/14/2011 
Time: 09:41:56 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-22-100 
SOLUTION CONCENTRATION: 0.101 

BLANK TEST 0 .000 09: 42 
CALIBRATION CHECK PASSED 09: 42 
SIMULATOR VAPOR 33. 9°C 0 .101 09: 43 
SIMULATOR VAPOR 33. 8°C 0 .101 09: 4 4 
SIMULATOR VAPOR 33. 8°C 0 .101 09: 45 
SIMULATOR VAPOR 33. 9°C 0 .101 09: 4 6 
SIMULATOR VAPOR 33. 9°C 0 .101 09: 47 
SIMULATOR VAPOR 33. 8°C 0 .101 09: 48 
SIMULATOR VAPOR 33. 8°C 0 .101 09: 49 
SIMULATOR VAPOR 33. 9°C 0 .101 09: 50 
SIMULATOR VAPOR 33. 8°C 0 .101 09: 51 
SIMULATOR VAPOR 33. 8°C 0 .101 09: 53 
BLANK TEST 0 .000 09: 53 

Average = 0.101 
S t d Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/14/2011 
Time: 09:56:19 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: GUTH 11050 
SOLUTION CONCENTRATION: 0.100 

BLANK TEST 0. 000 09: .57 
CALIBRATION CHECK PASSED 09: ;57 
SIMULATOR VAPOR 33. 9°C 0. 099 09: :57 
SIMULATOR VAPOR 33. 8°C 0. 100 09: :58 
SIMULATOR VAPOR 33. 8°C 0. 100 09: :59 
SIMULATOR VAPOR 33. 8°C 0. 101 10; :00 
SIMULATOR VAPOR 33. 8°C 0. 101 10: :02 
SIMULATOR VAPOR 33. 9°C 0. 101 10: :03 
SIMULATOR VAPOR 33. 8°C 0. 101 10: :04 
SIMULATOR VAPOR 33. 9°C 0. 102 10: :05 
SIMULATOR VAPOR 33. 8°C 0. 101 10: :06 
SIMULATOR VAPOR 33. 8°C 0. 100 10: :07 
BLANK TEST c. 000 10: ;08 

Average = 0.100 
S t d Dev = 0.000 

20 • 

16 

12 

08 

04 
o o l 

C 
20 

16 

12 

08 

04 
00 

20 

16 

12 

08 

04 
00 

20 

16 

12 

08 

04 

00 

20 

16 

12 

08 

04 

00 

20 

16 

12 

08 

04 

00 

20 

16 

12 

08 

04 

00 

c 
201" 

16 

12 

08 

04 

00 L 
C 

20 • 

16 

12 

08 

04 
o o l 

c 
20 • 

16 

12 

08 

04 
o o l 

10 15 20 25 

10 15 20 25 

10 15 20 25 

10 15 20 25 

10 15 20 25 

10 15 20 25 

10 15 20 25 

10 15 20 25 

10 15 20 25 

3C 

30 

4 0 . 0 

3 2 . 0 

24 . 0 

1 6 . 0 

8 . 0 

0 . 0 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 
0 

4 0 . 0 

3 2 . 0 

24 . 0 

1 6 . 0 

8 . 0 
. 0 . 0 

30 

30 

30 

30 

4 0 . 0 

3 2 . 0 

24 . 0 

1 6 . 0 

8 . 0 
0 . 0 

3 
' 4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 

. 0 . 0 

3 

4 0 . 0 

3 2 . 0 

24 . 0 

1 6 . 0 

8 . 0 

. 0 . 0 

3 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 

. 0 . 0 
30 

30 

30 

4 0 . 0 

3 2 . 0 

24 . 0 

1 6 . 0 

8 . 0 

. 

3 
4 0 . 0 

3 2 . 0 

24 . 0 

1 6 . 0 

8 . 0 

. 0 . 0 

0 

4 0 . 0 

3 2 . 0 

24 . 0 

1 6 . 0 

8 . 0 
0 . 0 

10 15 20 25 30 

DMT Serial Number #100148 Page 1 of 1 11/14/2011 10:09 AM 



X 
CERTIFICATION REPORT J f r ? / 

DataMaster DMT: 100148 jHj 
Calibration Date: 11/09/2011 gSp| 
Certification Date: 11/14/2011 
Certified by: STEVEN R MERRILL ^(SlfflSiJ 

VERSIONS U n i t s 
DMT: 1.01 A l c o h o l g/210L 
PIC: 2.06 S i m u l a t o r 
Modem: 2 .2 T o l e r a n c e Check yes 
Q u e s t i o n s : 2.0 S t a n d a r d Type wet 

Nominal 0.100 
TEMPERATURES D i g i t a l S i m u l a t o r Guth34CNP 

Subj e c t 
Sample Chamber = 48.7 CC Ask Q u e s t i o n s yes 
B r e a t h Tube = 48.1°C Number o f T e s t s 2 
D i g i t a l Sim = 0.0°C A l c o h o l D i s p l a y yes 

Volume D i s p l a y yes 
SETTINGS Query R e f u s a l yes 
lamp V o l t a g e = 1.64 V C o p i e s 3 
C o o l e r V o l t a g e = 1.69 V S i m u l a t o r B e f o r e yes 
B i a s V o l t a g e = 80 V S i m u l a t o r Between yes 
Chopper F r e q = 534 Hz S i m u l a t o r A f t e r no 

O b s e r v a t i o n Time 0 
PUMP INFO S u p e r v i s o r 
Flow Rate = 5.802 L/M Number o f T e s t s 10 

C a l i b r a t i o n 
DETECTOR INFO S t a n d a r d Type wet 
PUMP ON OFF Nominal 0.100 
MAX(V) 0.0189 0.0215 Nominal (Dry Gas) 0.100 
MIN(V) 0.0173 0.0207 Number o f T e s t s 1 

P r i n t e r 
FILTER INFO P r i n t e r On yes 
F i l t e r 1 0.021 Zero = t r u e S o f t w a r e C o n f i g u r a t i o n 
F i l t e r 2 0.379 Zero = t r u e Data C o l l e c t i o n y es 
F i l t e r 3 0.251 Zero = t r u e 

CALIBRATION CHECK 
Xq = 0.084 0.42% 

DMT Serial Number #100148 Page 1 of2 11/14/2011 3:25 PM 



Linearity Check Results 
True Value Reported Average Std Dev 
0.020 g/210L 0.020 g/210L 0.0000 
Lot# 12-31-020 
0.081 g/210L 0.080 g/210L 0.0000 
Lot# 12-29-080 
0.163 g/210L 0.162 g/210L 0.0000 
Lot# 12-30-160 
0.403 g/210L 0.403 g/210L 0.0000 
Lot #12-34̂ 00 

R* = l 

Acetone Interference Test 
Lot# 12-29-080A1 

Interference Detected 

Mouth Alcohol Test 
Mouth Alcohol Detected 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 

CERTIFICATION PASSED 

DMT Linearity 
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SECTION 3 

LINEARITY TESTS 



DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 11/09/2011 
Certification Date: 11/14/2011 
Installation Date: 
Test Date: 11/14/2011 
Test Time: 15:31:18 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 
TEMPERATURES 
Sample Chamber = 48.8°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.64 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80 V 
Chopper Freq = 535 Hz 

PUMP INFO 
Flow Rate = 5.733 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0124 0.0159 
MIN(V) 0.0104 0.0144 

FILTER INFO 
F i l t e r 1 0.015 Zero = tru e 
F i l t e r 2 0.374 Zero = tru e 
F i l t e r 3 0.236 Zero = t r u e 
CALIBRATION CHECK 
Xq = 0.083 0.00% 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/14/2011 
Time: 15:34:48 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-31-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
BLANK TEST 

Average = 0.019 
S t d Dev = 0.000 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/14/2011 
Time: 15:48:42 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-29-080 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 0. 000 15: :49 
CALIBRATION CHECK PASSED 15: :49 
SIMULATOR VAPOR 33. 8°C 0. 080 15: :50 
SIMULATOR VAPOR 33. 9°C 0. 081 15: :51 
SIMULATOR VAPOR 33. 8°C 0. 081 15: :52 
SIMULATOR VAPOR 33. 9°C 0. 081 15: 53 
SIMULATOR VAPOR 33. 9°C 0. 081 15: :54 
SIMULATOR VAPOR 33. 9°C 0. 081 15: :55 
SIMULATOR VAPOR 33. 9°C 0. 081 15: ;56 
SIMULATOR VAPOR 33. 9°C 0. 081 15: :57 
SIMULATOR VAPOR 33. 9°C 0. 081 15: :5S 
SIMULATOR VAPOR 33. 8°C 0. 081 16: :00 
BLANK TEST 0. 000 16: :00 

Average = 0.080 
S t d Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/14/2011 
Time: 16:03:02 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-30-160 
SOLUTION CONCENTRATION: 0.163 

BLANK TEST 0. 000 16: 03 
CALIBRATION CHECK PASSED 16: 04 
SIMULATOR VAPOR 33. 9°C 0. 161 16: 04 
SIMULATOR VAPOR 33. 9°C 0. 161 16: 05 
SIMULATOR VAPOR 33. 9°C 0. 161 16: 06 
SIMULATOR VAPOR 33. 9°C G. 162 16: 07 
SIMULATOR VAPOR 33. 9°C 0. 162 16: 09 
SIMULATOR VAPOR 33. 9°C 0. 162 16: 10 
SIMULATOR VAPOR 33. 9°C 0. 162 16: 11 
SIMULATOR VAPOR 33. 8°C 0. 162 16: 12 
SIMULATOR VAPOR 33. 9°C 0. 162 16: 13 
SIMULATOR VAPOR 33. 8°C 0. 162 16: 14 
BLANK TEST 0. 000 16: 15 

Average = 0.161 
S t d Dev = 0.000 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/14/2011 
Time: 16:17:56 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-34-400 
SOLUTION CONCENTRATION: 0.403 

BLANK TEST 0.000 16:18 
CALIBRATION CHECK PASSED 16:18 
SIMULATOR VAPOR 33.9°C 0.400 16:19 
SIMULATOR VAPOR 33.9°C 0.401 16:20 
SIMULATOR VAPOR 33.8°C 0.400 16:22 
SIMULATOR VAPOR 33.9°C 0.401 16:23 
SIMULATOR VAPOR 33.8°C 0.401 16:24 
SIMULATOR VAPOR 33.9°C 0.402 16:25 
SIMULATOR VAPOR 33.8°C 0.401 16:27 
SIMULATOR VAPOR 33.9°C 0.402 16:28 
SIMULATOR VAPOR 33.9°C 0.401 16:29 
SIMULATOR VAPOR 33.9°C 0.402 16:30 
BLANK TEST 0.000 16:31 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 09:37:49 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-31-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0.000 09:38 
CALIBRATION CHECK PASSED 09:38 
SIMULATOR VAPOR 33.9°C 0.020 09:39 
SIMULATOR VAPOR 33.8°C 0.020 09:40 
SIMULATOR VAPOR 33.8°C 0.021 09:41 
SIMULATOR VAPOR 33.9°C 0.020 09:42 
SIMULATOR VAPOR 33.8°C 0.020 09:43 
SIMULATOR VAPOR 33.8°C 0.021 09:44 
SIMULATOR VAPOR 33.8°C 0.020 09:45 
SIMULATOR VAPOR 33.8°C 0.020 09:46 
SIMULATOR VAPOR 33.7°C 0.020 09:47 
SIMULATOR VAPOR 33.8°C 0.021 09:48 
BLANK TEST 0.000 09:49 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 09:52:22 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-29-080 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 0. 000 09: :53 
CALIBRATION CHECK PASSED 09: :53 
SIMULATOR VAPOR 33. 8°C 0. 079 09: :53 
SIMULATOR VAPOR 33. 9°C 0. 080 09: :54 
SIMULATOR VAPOR 33. 8°C 0. 080 09: :55 
SIMULATOR VAPOR 33. 8°C 0. 080 C9: :56 
SIMULATOR VAPOR 33. 9°C 0. 081 09: :58 
SIMULATOR VAPOR 33. 8°C 0. 080 09: :59 
SIMULATOR VAPOR 33. 9°C 0. 080 10: :00 
SIMULATOR VAPOR 33. 8°C 0. 080 10: :01 
SIMULATOR VAPOR 33. 8°C 0. 081 10: :02 
SIMULATOR VAPOR 33. 8°C 0. 081 10: :03 
BLANK TEST 0. 000 10: :04 

Average = 0.080 
S t d Dev = 0.000 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 10:21:01 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-30-160 
SOLUTION CONCENTRATION: 0.163 

BLANK TEST 0. 000 10: :21 
CALIBRATION CHECK PASSED 10: :22 
SIMULATOR VAPOR 33. 8°C 0. 160 10: :22 
SIMULATOR VAPOR 33. 8°C 0. 160 10: :23 
SIMULATOR VAPOR 33. 9°C 0. 160 10: :24 
SIMULATOR VAPOR 33. 8°C 0. 162 10: :25 
SIMULATOR VAPOR 33. 8°C 0. 161 10: :26 
SIMULATOR VAPOR 33. 8°C 0. 160 10: :28 
SIMULATOR VAPOR 33. 8°C 0. 160 10 :29 
SIMULATOR VAPOR 33. 9°C 0. 161 10 :30 
SIMULATOR VAPOR 33. 7°C 0. 161 10 :31 
SIMULATOR VAPOR 33. 9°C 0. 161 10: :32 
BLANK TEST 0. 000 10: :33 

Average = 0.160 
S t d Dev = 0.000 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 10:44:50 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-34-400 
SOLUTION CONCENTRATION: 0.403 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
BLANK TEST 

Average = 0.399 
S t d Dev = 0.001 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 11/09/2011 
Certification Date: 11/14/2011 
Installation Date: 
Test Date: 11/15/2011 
Test Time: 11:23:41 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 
Sample Chamber = 48.8°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

1.64 V 
1.69 V 
80 V 
533 Hz 

PUMP INFO 
Flow Rate = 5.790 L/M 
DETECTOR INFO 
PUMP ON 
MAX(V) 0.0325 
MIN(V) 0.0305 

OFF 
0. 0346 
0.0329 

FILTER INFO 
F i l t e r 1 0.033 Zero = true 
F i l t e r 2 0.391 Zero = true 
F i l t e r 3 0.267 Zero = tru e 

CALIBRATION CHECK 
Xq = 0.084 0.42% 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100148 

Date: 
Time: 

11/15/2011 
11:38:41 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-31-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0.000 11:39 
CALIBRATION CHECK PASSED 11:39 
SIMULATOR VAPOR 33.7°C 0.020 11:39 
SIMULATOR VAPOR 33.7°C 0.020 11:40 
SIMULATOR VAPOR 33.7°C 0.020 11:42 
SIMULATOR VAPOR 33.7°C 0.021 11:43 
SIMULATOR VAPOR 33.7°C 0.020 11:44 
SIMULATOR VAPOR 33.7°C 0.020 11:45 
SIMULATOR VAPOR 33.7°C 0.021 11:46 
SIMULATOR VAPOR 33.8°C 0.020 11:47 
SIMULATOR VAPOR 33.8°C 0.020 11:48 
SIMULATOR VAPOR 33.8°C 0.021 11:49 
BLANK TEST 0.000 11:50 

Average = 0.020 
S t d Dev = 0.000 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 11:52:09 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-29-080 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
BLANK TEST 

Average = 0.080 
S t d Dev = 0.000 

7°C 
7°C 
8 bC 
8°C 
7°C 
7°C 
7°C 
7°C 
8°C 
8°C 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 12:07:37 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-30-160 
SOLUTION CONCENTRATION: 0.163 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33. 
BLANK TEST 

8°C 
8°C 
7°C 
7°C 
8°C 
8°C 
8°C 
7°C 
7°C 
8°C 

0.000 
PASSED 
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0.160 
0.161 
0.162 
0.161 
0.161 
0.162 
0.161 
0.161 
0.161 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 12:23:05 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-34-400 
SOLUTION CONCENTRATION: 0.403 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR .33. 
BLANK TEST 

Average = 0.399 
S t d Dev = 0.000 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 11/09/2011 
Certification Date: 11/14/2011 
Installation Date: 
Test Date: 11/16/2011 
Test Time: 07:10:00 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 
TEMPERATURES 

Sample Chamber = 49.1°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.64 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80 V 
Chopper Freq = 532 Hz 

PUMP INFO 
Flow Rate = 5.897 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) -0.0051 -0.0006 
MIN(V) -0.0065 -0.0018 

FILTER INFO 
F i l t e r 1 0.000 Zero = tru e 
F i l t e r 2 0.360 Zero = t r u e 
F i l t e r 3 0.203 Zero = tru e 
CALIBRATION CHECK 
Xq = 0.083 0.94% 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 07:30:15 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-31-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0. 000 07 :31 
CALIBRATION CHECK PASSED 07 :31 
SIMULATOR VAPOR 33. 8°C 0. 020 07 :31 
SIMULATOR VAPOR 33. 8°C 0. 020 07 :32 
SIMULATOR VAPOR 33. 8°C 0. 020 07 :33 
SIMULATOR VAPOR 33. 9°C 0. 020 07 :34 
SIMULATOR VAPOR 33. 8°C 0. 020 07 :35 
SIMULATOR VAPOR 33.9°C 0. 020 07 :36 
SIMULATOR VAPOR 33. 9°C 0. 020 07 :37 
SIMULATOR VAPOR 33. 9°C 0. 020 D7 :38 
SIMULATOR VAPOR 33. 9°C 0. 020 07 :39 
SIMULATOR VAPOR 33. 8°C 0. 020 07 :40 
BLANK TEST 0. 000 07 :41 

Average = 0.020 
S t d Dev = 0.000 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 07:45:18 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-29-080 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
BLANK TEST 

8°C 
8°C 
9°C 
9°C 
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8°C 
8°C 
9°C 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 08:09:30 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-30-160 
SOLUTION CONCENTRATION: 0.163 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33., 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
BLANK TEST 

9°C 
8°C 
8°C 
8°C 
8°C 
8°C 
8°C 
8°C 
8°C 
9°C 

0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 08:35:06 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-34-400 
SOLUTION CONCENTRATION: 0.403 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
BLANK TEST 

Average = 0.401 
S t d Dev = 0.000 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 11/09/2011 
Certification Date: 11/14/2011 
Installation Date: 
Test Date: 11/16/2011 
Test Time: 09:13:23 

VERSIONS 
DMT: I.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 
TEMPERATURES 

Sample Chamber = 49.0°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 33.9°C 
SETTINGS 
Lamp Voltage = 1. 64 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80 V 
Chopper Freq = 533 Hz 

PUMP INFO 
Flow Rate = 5.808 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0232 0.0262 
MIN(V) 0.0209 0.0246 

FILTER INFO 
F i l t e r 1 0.025 Zero = tru e 
F i l t e r 2 0.384 Zero = t r u e 
F i l t e r 3 0.250 Zero = tru e 
CALIBRATION CHECK 
Xq = 0.083 0.00% 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 09:37:51 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-31-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0. 000 09: 38 
CALIBRATION CHECK PASSED 09: 38 
SIMULATOR VAPOR 33. 8°C 0. 020 09: 39 
SIMULATOR VAPOR 33. 8°C 0. 021 09: 40 
SIMULATOR VAPOR 33. 8°C 0. 020 09: 41 
SIMULATOR VAPOR 33. 8°C 0. 021 09: 42 
SIMULATOR VAPOR 33. 9°C 0. 021 09: 43 
SIMULATOR VAPOR 33. 8°C 0. 021 09: 44 
SIMULATOR VAPOR 33. 9°C 0. 021 09: 45 
SIMULATOR VAPOR 33. 8°C 0. 021 09: 4 6 
SIMULATOR VAPOR 33. 8°C 0. 021 09: 47 
SIMULATOR VAPOR 33. 9°C 0. 020 09: 48 
BLANK TEST 0. 000 09: 4 9 

Average = 0.020 
S t d Dev = 0.000 
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ACCURACY & PRECISION REPORT 
STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 10:10:56 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-29-080 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.8°C 
BLANK TEST 

Average = 0.081 
S t d Dev = 0.000 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 10:27:47 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-30-160 
SOLUTION CONCENTRATION: 0.163 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 33.8°C 
SIMULATOR VAPOR 33.9°C 
BLANK TEST 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date,: 11/16/2011 
Time: 10:57:21 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-34-400 
SOLUTION CONCENTRATION: 0.403 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 33. 
BLANK TEST 

Average = 0.401 
S t d Dev = 0.000 
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SECTION 4 

INTERFERENCE TESTS 



DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 11/09/2011 
Certification Date: 11/14/2011 
Installation Date: 
Test Date: 11/15/2011 
Test Time: 07:45:18 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.8°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 33.8°C 

SETTINGS 
Lamp Voltage = 1.64 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80 V 
Chopper Freq = 533 Hz 

PUMP INFO 
Flow Rate 5.727 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0028 0.0063 
MIN(V) 0.0016 0.0045 
FILTER INFO 
F i l t e r 1 0.006 Zero = tru e 
F i l t e r 2 0.365 Zero = tru e 
F i l t e r 3 0.217 Zero = tru e 

CALIBRATION CHECK 
Xq = 0.083 0.42% 

DMT Serial Number #100148 Page 1 of 1 11/15/2011 7:48 AM 



ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 08:23:08 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-29-080A1 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
BLANK TEST 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 08:52:17 

SUPERVISOR NAME: 
KIRK I KIMBALL 

SOLUTION LOT #: 12-10-040A1 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
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BLANK TEST 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 09:16:16 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-10-040A2 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33, 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
BLANK TEST 

0.000 
PASSED 

8"CINTERFERENCE 
9"CINTERFERENCE 
8"CINTERFERENCE 
8 ° CINTERFERENCE 
8"CINTERFERENCE 
8"CINTERFERENCE 
8"CINTERFERENCE 
9"CINTERFERENCE 
9"CINTERFERENCE 
8"CINTERFERENCE 

0.000 

0 9 : 
0 9 : 
0 9 : 

17 
17 
17 

09:18 
09:19 
09:20 
09:21 
09:22 
09:23 
09:24 
09:25 
09:26 
09:27 

0- 0,0 v 'Z 

•9 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0 .04 

0 .02 

0 . 0 0 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0. 04 

0 . 0 2 

0 . 0 0 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0 .04 

0 .02 

0 . 0 0 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0 .04 

0 . 0 2 

0. 00 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0 .04 

0 .02 

0 . 0 0 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0 .04 

0 . 0 2 

0 . 0 0 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0 .04 

0 .02 

0 . 0 0 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0 .04 

0 . 0 2 

0 . 0 0 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0 .04 

0 .02 

0 . 0 0 

0 . 1 0 

0 . 0 8 

0 . 0 6 

0 .04 

0 . 0 2 

0 . 0 0 

10 15 20 25 30 

10 15 20 25 30 

10 15 20 25 30 

10 15 20 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 
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4 0 . 0 
3 2 . 0 

24 . 0 

1 6 . 0 

8 . 0 
0 . 0 
0 

4 0 . 0 
3 2 . 0 

24 . 0 

1 6 . 0 

8 . 0 
0 . 0 
0 
' 4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
. 0 . 0 

10 15 20 25 30 

25 30 

10 15 20 25 30 

10 15 20 25 30 

10 15 20 25 30 

4 0 . 0 
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2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 
3 
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3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 
0 

4 0 . 0 
3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 
3 

4 0 . 0 
3 2 . 0 

2 4 . 0 

16 . 0 

8 . 0 
0 . 0 
3 

4 0 . 0 
3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

10 15 20 25 30 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

10 15 20 25 30 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 14:28:59 

SUPERVISOR NAME: 
• KIRK L KIMBALL 

SOLUTION LOT #: 12-28-040M 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
BLANK TEST 

0.000 
PASSED 

8"CINTERFERENCE 
7 ° CINTERFERENCE 
7"CINTERFERENCE 
7"CINTERFERENCE 
8"CINTERFERENCE 
, 8"CINTERFERENCE 
8"CINTERFERENCE 
.7"CINTERFERENCE 
7 °CINTERFERENCE 
8 °CINTERFERENCE 

0.000 

14:29 
14:29 
14:30 
14:31 
14:32 
14:33 
14:34 
14:35 
14:36 
14:37 
14:38 
14:39 
14:40 

If**, 
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0. 08 

0. 06 
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0. 06 
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a . 04 
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0. 00 
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0. ,06 
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0. ,00 
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0, ,08 
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0. ,04 
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0, 00 
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0. 00 
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™ 1 

„j,,,., 1 -

1— \— 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 11:32:31 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-21-080M 
SOLUTION CONCENTRATION: 0.082 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.8 
SIMULATOR VAPOR 33.8 
SIMULATOR VAPOR 33.8 
SIMULATOR VAPOR 33.8 
SIMULATOR VAPOR 33.8 
SIMULATOR VAPOR 33.8 
SIMULATOR VAPOR 33.8 
BLANK TEST 

0.000 
PASSED 

'CINTERFERENCE 
'CINTERFERENCE 
'CINTERFERENCE 
'CINTERFERENCE 
'CINTERFERENCE 
' CINTERFERENCE 
'CINTERFERENCE 
'CINTERFERENCE 
'CINTERFERENCE 
'CINTERFERENCE 

0.000 

11:33 
11:33 
11:33 
11:34 
11:36 
11:37 
11:38 
11:39 
11:40 
11:41 
11:42 
11:43 
11:44 

f t ' 

o 

1 fjtf* 

ir 

0.20 
0.16 
0.12 
0.08 
0.04 
0.00 

0.20 
0.16 
0.12 
0.08 
0.04 
0.00. 

20 
16 
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00 
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08 
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.00 
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00 
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00 
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04 
00 

c 
20 • 
16 
12 
08 
04 
ooL 

c 
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16 
12 

08 
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CO . 

c 
20r 
16 : 

12 
08 
04 • 
o o L 
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DIAGNOSTIC RESULT 

DataMaster DMT: 100148 
Location: 
Calibration Date: 11/09/2011 
Certification Date: 11/14/2011 
Installation Date: 
Test Date: 11/16/2011 
Test Time: 11:57:09 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 
TEMPERATURES 

Sample Chamber = 49.1°C 
Breath Tube = 48.1°C 
D i g i t a l Sim = 33.8°C 
SETTINGS 
Lamp Voltage = 1.64 V 
Cooler Voltage = 1.69 V 
Bias Voltage = 80 V 
Chopper Freq = 534 Hz 

PUMP INFO 
Flow Rate = 5.802 L/M 
DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0354 0.0382 
MIN(V) 0.0335 0.0366 

FILTER INFO 
F i l t e r 1 0.037 Zero = t r u e 
F i l t e r 2 0.395 Zero = tru e 
F i l t e r 3 0.271 Zero = tru e 
CALIBRATION CHECK 
Xq = 0.083 0.10% 

DMT Serial Number #100148 Page 1 of 1 11/16/2011 11:58 AM 



ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 
Time: 

11/16/2011 
12:00:59 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-21-0801 
SOLUTION CONCENTRATION: 0.082 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
BLANK TEST 

loot ^\ 

0.000 12:01 
PASSED 12:01 

9"CINTERFERENCE 12:02 
9"CINTERFERENCE 12:03 
. 9"CINTERFERENCE 12:04 
, 8"CINTERFERENCE 12:05 
.8"CINTERFERENCE 12:06 
, 9°CINTERFERENCE 12:07 
,9"CINTERFERENCE 12:08 
.8"CINTERFERENCE 12:09 
.9"CINTERFERENCE 12:10 
.8"CINTERFERENCE 12:12 

0.000 12:12 

0. 20 
0. 16 

0. 12 

0. 08 

0. 04 
0. 00 

0. 20 
0. 16 

0. 12 

0. 08 

0. 04 
0. 00 

0. 20 

0. 16 

0. 12 

0. 08 

0. 04 
0 00 

0. 20 
0. 16 

0 12 

0 08 

0 04 
0 00 

0 20 
0 16 

0 12 

0 08 

0 04 
0 00 

0 20 
0 16 

0 12 

0 08 

0 04 
0 00 

0 20 
0 16 

0 12 

0 08 

0 04 
0 00 

0 .20 
0 .16 

0 12 

0 08 

0 04 
0 00 

0 20 
0 16 

0 12 

0 08 

0 04 
0 00 

0 20 
0 16 

0 12 

0 08 

0 04 
0 00 

10 15 20 25 30 

10 15 20 25 30 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

10 15 2C 25 30 

10 15 20 25 30 

r ../. 
7 7 
/ 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

10 15 20 25 30 

10 15 20 25 30 

.10 15 20 25 30 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

4 0 . 0 

3 2 . 0 

2 4 . 0 

1 6 . 0 

8 . 0 
0 . 0 

10 15 2 0 25 30 
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2 4 . 0 

1 6 . 0 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 13:06:33 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-27-0401 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
BLANK TEST 

0.000 13:07 
PASSED 13:07 

9"CINTERFERENCE 13:07 
8"CINTERFERENCE 13:08 
8"CINTERFERENCE 13:09 
9"CINTERFERENCE 13:10 
9"CINTERFERENCE 13:11 
8"CINTERFERENCE 13:12 
9"CINTERFERENCE 13:14 
8"CINTERFERENCE 13:15 
8"CINTERFERENCE 13:16 
9"CINTERFERENCE 13:17 

0.000 13:17 

eft-

0 . 1 0 4 0 . 0 
0 . 0 8 32 . 0 0 . 0 8 32 . 0 
0 . 0 6 2 4 . 0 0 . 0 6 2 4 . 0 

0 .04 1 6 . 0 0 .04 1 6 . 0 

0 . 0 2 o n 0 . 0 2 0 . U 
0 . 0 0 0 . 0 

) 
0 . 0 0 

3 5 10 15 20 25 3( 
0 . 0 
) 

0 . 1 0 40.0 
Pi HO 3 2 . 0 U - UO 3 2 . 0 

0 . 0 6 1 2 4 . 0 
ft CiA - — : 

1 6 . 0 U . U4 ! 1 6 . 0 

0 .02 j j 8 . 0 
0 . 0 0 / 0.0 0 . 0 0 

3 5 10 15 20 25 30 

0 . 1 0 4 U . U 
0 . 0 8 3 2 . 0 0 . 0 8 3 2 . 0 

0 . 0 6 24 . 0 0 . 0 6 24 . 0 

i k n 
U » U H X D . u 

0 .02 i —••• 8 . 0 
0 . 0 0 / 0 . 0 0 . 0 0 

3 J 10 15 20 25 30 

0 . 1 0 4 U . 0 
3 2 . 0 u . u o 3 2 . 0 

0 . 0 6 2 4 . 0 0 . 0 6 2 4 . 0 

0 .04 1 6 . 0 0 .04 - 1 6 . 0 

0 . 0 2 7 - — - 8 . 0 
0 . 0 0 / 0 . 0 

) 
0 . 0 0 

3 5 10 15 20 25 3 
0 . 0 
) 

0 . 1 0 4 0 . 0 
0 . 0 8 3 2 . 0 0 . 0 8 3 2 . 0 

0. 06 24 . 0 0. 06 24 . 0 

0 .04 1 6 . 0 0 .04 1 6 . 0 

0 .02 7* ~ 8 . 0 
0 . 0 0 / 0 . 0 

3 
0 . 0 0 

0 5 10 15 20 25 3 
0 . 0 
3 

0 . 1 0 4 0 . 0 
0 . 0 8 3 2 . 0 0 . 0 8 3 2 . 0 

0. 06 2 4 . 0 0. 06 2 4 . 0 

0. 04 1 6 . 0 0. 04 L.Z 1 6 . 0 

0 .02 7 8 . 0 
0 . 0 0 / 0 . 0 0 . 0 0 

0 5 10 15 20 25 30 

0 . 1 0 4 0 . 0 
0 . 0 8 3 2 . 0 0 . 0 8 3 2 . 0 

0 . 0 6 2 4 . 0 0 . 0 6 2 4 . 0 

0 .04 1 6 . 0 0 .04 — _ 1 6 . 0 

0 . 0 2 / • — 8 . 0 
0 . 0 0 / 0 . 0 0 . 0 0 

0 5 10 15 20 25 30 

0 . 1 0 4 0 . 0 
0 . 0 8 "3 9 n 0 . 0 8 . u 
0 . 0 6 2 4 . 0 0 . 0 6 2 4 . 0 

0 .04 1 6 . 0 0 .04 1 6 . 0 

0 . 0 2 /_ z --' 8 . 0 
0 . 0 0 

0 . 1 0 

/ 0 . 0 
3 

0 . 0 0 

0 . 1 0 
0 5 10 15 20 25 3 

0 . 0 
3 

0 . 0 0 

0 . 1 0 4 0 . 0 
0 . 0 8 3 2 . 0 0 . 0 8 3 2 . 0 

0 . 0 6 24 . 0 0 . 0 6 24 . 0 

0.04 1 6 . 0 0 .04 — 1 6 . 0 

0 . 0 2 8 . 0 
0 . 0 0 

0 . 1 0 

J 0 . 0 
3 

0 . 0 0 

0 . 1 0 
3 I 10 15 20 25 3 

0 . 0 
3 

0 . 0 0 

0 . 1 0 4 0 . 0 
0 . 0 8 3 2 . 0 0 . 0 8 3 2 . 0 

0 . 0 6 24 . 0 0 . 0 6 24 . 0 

0 .04 1 6 . 0 0 .04 _ _ 1 6 . 0 

0 .02 f — 8 . 0 
0 . 0 0 0 . 0 

10 15 2 0 25 3 0 
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SECTION 5 

FINAL CALIBRATION CHECK TESTS 



ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 13:43:48 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: GUTH 11050 
SOLUTION CONCENTRATION: 0.100 

BLANK TEST 0 .000 13: 44 
CALIBRATION CHECK PASSED 13: 44 
SIMULATOR VAPOR 33. 9°C 0 .098 13: 45 
SIMULATOR VAPOR 33. 9°C 0 .099 13: 46 
SIMULATOR VAPOR 33. 9°C 0 .100 13: 47 
SIMULATOR VAPOR 33. 8°C 0 .100 13: 48 
SIMULATOR VAPOR 33. 8°C 0 .101 13: 49 
SIMULATOR VAPOR 33. 9°C 0 .101 13: 50 
SIMULATOR VAPOR 33. 8°C 0 .100 13: 51 
SIMULATOR VAPOR 33. 8°C 0 .100 13: 52 
SIMULATOR VAPOR 33. 8°C 0 .100 13: 54 
SIMULATOR VAPOR 33. 8°C 0 .100 13: 55 
BLANK TEST 0 .000 13: 55 

Average 
S t d Dev 

0.099 
0.000 

20 
16 
12 
08 
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00 
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16 
12 
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30 
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8 . 0 
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3 
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ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/16/2011 
Time: 13:57:36 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-22-100 
SOLUTION CONCENTRATION: 0.101 

BLANK TEST 0.000 13:58 
CALIBRATION CHECK PASSED 13:58 
SIMULATOR VAPOR 33.9°C 0.101 13:58 
SIMULATOR VAPOR 33.9°C 0.101 14:00 
SIMULATOR VAPOR 33.8°C 0.100 14:01 
SIMULATOR VAPOR 33.8°C 0.100 14:02 
SIMULATOR VAPOR 33.8°C 0.101 14:03 
SIMULATOR VAPOR 33.8°C 0.101 14:04 
SIMULATOR VAPOR 33.8°C 0.100 14:05 
SIMULATOR VAPOR 33.8°C 0.101 14:06 
SIMULATOR VAPOR 33.8"C 0.101 14:07 
SIMULATOR VAPOR 33.8°C 0.101 14:08 
BLANK TEST 0.000 14:09 

Average = 0.100 
S t d Dev = 0.000 
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SECTION 6 

ERROR REPORTS 



ACCURACY & P R E C I S I O N REPORT 

STATE OF VERMONT 

DataMater DMT: 100148 

Date: 11/15/2011 
Time: 11:27:35 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-31-020 
SOLUTION CONCENTRATION: 0.020 

0.000 11:28 
PASSED 11:28 

DMT Serial Number #100148 P a g e l o f l 11/15/2011 11:29 AM 

BLANK TEST 
CALIBRATION CHECK 

S i m u l a t o r Timed Out 


